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The performance of a newly built omega type electrostatic analyzer designed to act as an
in-line charge-state purification system for ions in the keV energy range is reported. The
analyzer consists of a set of four consecutive electrostatic ° concentric cylindrical electrodes
enclosed by Matsuda electrodes. This setup was recently tested and validated using O5+,
Ar9+ and Xe20+ ion beams at an energy of  qkeV at the ARIBE facility. A resolving
power of . and a transmission of % of the desired charge state are measured allowing
a good purification of incoming ion beams with charge states up to 10+ and a fairly good
purification for charge states at least up to 20+. In comparison with other in-line solutions
such as Wien filter, our system has the advantage of being purely electrostatic and therefore
lacking common drawbacks as for example hysteresis.
I. INTRODUCTION
Charged particle beams are used in many different
fields, ranging from fundamental research to applied in-
dustrial and even medical applications. Therefore, it is
essential to completely control the beam using ion optical
elements such as deflectors and lenses. While magneto-
optical elements (such as solenoids or quadrupoles) play
a dominant role for high energy beams, in the low to
mid energy range electrostatic elements have the advan-
tage of being easier to build and are additionally lack-
ing hysteresis. Electrostatic devices have the additional
advantage of separating ions by their energy per charge,
needing no reconfiguration for ions with different masses,
since, for a simple acceleration by an extraction volt-
age, the ion energy is mass independent. The most com-
mon electrostatic beam deflectors are parallel plate mir-
ror analyzers1, cylindrical mirror analyzers2, radial cylin-
drical analyzers3, spherical capacitors4 and quadrupole
deflectors5. While these deflectors are often used to sim-
ply change the ion trajectory, for example in order to
be directed onto a detector, they can also be used as
energy analyzers or monochromators for particles with
the same charge6, in which case the change of the prop-
agation axis can be an unwanted side effect. Other ion
optical elements acting as energy filters like a Wien filter7
or quadrupole ion guides8 (with the latter restricted to
low energies) maintain the axis of translation but intro-
duce again more complex elements such as magnets and
high frequency voltage supplies. To preserve the simplic-
ity of a purely electrostatic system while simultaneously
keeping the axis of the incoming beam we adapt the de-
sign of four consecutive ° cylindrical deflectors9 with
Matsuda electrodes10 obtaining an adjustable double fo-
cusing in-line charge state purification system. The ad-
a)Daniel.Schury@insp.upmc.fr
ditional Matsuda electrodes create an adjustable electric
field which on the optical axis resembles that of a toroidal
deflector. This design allows focusing of the beam in both
transversal planes without requiring expensive toroidal
electrodes.
For many experiments dealing with slow multi-charged
ions interacting with matter, a good control of the charge
state upstream the collision is important. This is espe-
cially true in cases in which the charge state products are
measured in coincidence, for example in ion-surface/2D
material experiments11–13 or ion-ion studies in the low
energy domain14,15. This purification is important in our
case, as ion-ion studies normally suffer already from a
low signal-to-noise ratio (SNR) in the order of × −
due to the low ion beam densities compared to the resid-
ual gas density16. Since the primary ion beam intensity
is normally up to ten orders of magnitudes higher than
the product beam intensity, even impurities of less than
% can noticeably decrease the SNR further and should
be removed from the beam as close to the interaction
point as possible. The charge state purification system
presented here is developed in the context of the Fast-
I on-S low-I on-Collision project (FISIC17), which aims to
obtain absolute electronic cross sections for ion-ion colli-
sions between fast (MeV/u) and slow (keV/u) ions. In
this regime the ion stopping power (energy transfer) is
maximum, leading to the strongest effects on material
modifications, including biological materials. Until to-
day, measurements and reliable theoretical predictions
are completely lacking in this specific collision regime.
Former similar experiments performed either
slow-ion/slow-ion14–16 or fast-ion/plasma-discharge
collisions18–20. To be able to carry out crossed-beam
experiments at different facilities, including the S3
beamline at GANIL21,22 or storage rings such as
CRYRING@ESR23 located at the upcoming FAIR
facility, a compact and versatile setup providing a pure
ion beam of highly charged low energy ions is needed. To
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2fully enclose the high energy ion beam envelope, a beam
spot size of not less than mm in height is demanded.
As the two ion beams are crossed perpendicular, the
demands in horizontal focusing are less strict and mainly
defined by the acceptance of the ion optical elements
further downstream. From our numerical simulations
we expect a horizontal width of less than mm to be
sufficient.
In this work we first discuss the basic principle of the
purification device, describing the design and its different
components. The dimensions are derived for an assumed
Gaussian shaped ion beam, about  cm in diameter with
an emittance of approximately  pi mmmrad. These
are typical values we expect to be delivered from our
yet to be assembled and characterized ECR ion source.
It should be noted that in cases we want to emphasize
the fact that we provide the emittance  obtained by the
area of the phase space ellipse A = pi, we give the emit-
tance in pi mmmrad, effectively stating the area A of
the phase space ellipse instead of the emittance itself, in
accordance with24. Furthermore, if not stated otherwise,
we provide the emittance of the phase space ellipse cov-
ering % of the beam ensemble. Second, we describe
the experimental findings achieved during a beam time
at the ARIBE facility at GANIL/Caen, which will not be
the source of low energy ions we will use for the FISIC
experiment mentioned before, but delivering beams suit-
able for first performance tests. Tests on transmission,
separation power and comparisons with numerical simu-
lations will be shown.
II. OPERATIONAL PRINCIPLE AND DESIGN
Even under good vacuum conditions, especially highly-
charged low-energetic ion beams undergo atomic reac-
tions with residual gas particles. In the inelastic regime
occurs mostly electron capture from the residual gas.
At residual gas pressures in the order of × −mbar,
transport distances of a few meters and cross sections in
the order of a few × − cm− the fraction of capture
products in the beam can be up to a few percent of the
primary beam and lead to a source of systematic error
in the experiment. For collisions with keV -beams the
momentum exchange onto the ion is small25,26 ( %)
and can be neglected in first approximation. As a result
the ion does only change its charge state but not its ki-
netic energy. To clean the ion beam from these unwanted
products, we adapted the design of four consecutive °
cylindrical deflectors with Matsuda electrodes, which was
initially used for electron spectrometers9, to separate ions
with the same kinetic energy but different charge states.
By equating the electrostatic and centrifugal force, we
can calculate the radius R of the trajectory for a particle
with the kinetic energy Ekin and the charge q which trav-
els inside a homogeneous electric field F = U0d , defined
by the voltage difference U0 and the cathode gap d, as
R =
2Ekin
qF
(1)
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FIG. 1: Side view and schematic cut through the pu-
rification system. The cylindrical deflectors are enclosed
between Matsuda electrodes. The polarity of the deflec-
tor electrodes for positive ion beams is indicated by plus
and minus signs. The black beam resembles the primary
ion beam which transits the structure at the effective ra-
dius. Beams with lower (capture, dark orange) or higher
(ionization, light orange) charge state are sorted out by
hitting the wall of the deflector.
So as a result, ions originating from the same primary
beam and hence having the same kinetic energy Ekin but,
for example due to the aforementioned electron capture,
different charge states q have different radii in a cylindri-
cal deflector with fixed F . Hence we specify the energy of
the ion beam in the unit of qkeV , to emphasize that par-
asitic ions, although having the same kinetic energy will
have different trajectories due to their different charge
state. Based on this principle we have constructed an
omega shaped analyzer to guide ions with the desired
charge state while blocking the undesired ones.
In Fig. 1 a schematic cut through the described pu-
rification system is shown. We designed the purification
system with an inner radius of the cylindrical deflectors
of Ri = mm and an outer radius of Ro = mm,
resulting in an effective radius of Re = mm. Speci-
fied are the outer radius of the inner plate and the inner
radius of the outer electrode, as these are the relevant
values which define the electric fields. The bending an-
gle is ° and the electrode height mm. The omega
analyzer is mounted vertically in a cylindrical vacuum
chamber so that ions entering it are deflected downwards
first. On the beam axis, a hole with mm diameter
is included in the first and last outer deflector electrode
(see Fig. 1) so that incoming ion beams can go straight
through the analyzer in case no voltages are applied on
the cylindrical electrodes. For this use-case, an addi-
tional movable intermediate Faraday cup can be posi-
tioned in the beam trajectory to measure the beam in-
tensity during initial beam alignment. It should be noted
that the operation of the omega analyzer is limited to
the transport of ions with kinetic energy not more than
 q keV as the cylindrical deflector electrodes are con-
nected to their high voltage power supplies with stan-
3UΩ1 < 0 UΩ2 > 0
0 < UM < UΩ2
UM
Z
0 Ri Ro
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FIG. 2: Cut view through the analyzer, showing the in-
ner (right) and outer (left) cylindrical electrodes as well
as the two Matsuda electrodes enclosing them on top and
bottom. Indicated are the equipotential lines of the elec-
tric potential which in the central region resembles that
of a spherical deflector. The z-axis indicates the common
axis of the cylindrical electrodes.
dard -kV -SHV-connectors. Higher energies would de-
mand voltages higher than the  kV . The relatively
large size of the analyzer is necessary in order to achieve
full transmission for high emittance ion beams up to at
least % = mmmrad. Therefore, the dimensions
of the omega (aperture diameter, distances between the
electrodes, lens diameters) were optimized in order to
achieve the maximum transmission for large emittance
ion beams.
The use of Matsuda electrodes creates a field in the
central part of the analyzer which resembles that of a
toroidal deflector10,27 as illustrated in Fig. 2. By chang-
ing the voltage on the electrodes, typically a few hundred
volt, the toroidal factor and hence the transversal beam
focusing both in the dispersive and non-dispersive plane
can be adjusted28,29. At the entrance and exit there is a
common three-element einzel lens30. In the center, a pair
of parallel electrodes is located between the second and
third section of the analyzer. They are used to create
an electrical correction field to adjust the outgoing beam
direction in the vertical plane. This is especially impor-
tant for higher initial charge states where according to
Eq. 1 the separation between the trajectories of adjacent
charge states inside the analyzer is small. In this case
often a correction of the beam axis is necessary. Typical
voltage differences between the electrodes are not higher
than  kV .
Design, optimization and analysis of the purification
structure were done by carrying out ion trajectory cal-
culations with the SIMION 3D suite31. The trajectories
of three ion beams with the same kinetic energy Ekin are
represented in Fig. 1 by curves of different color (black,
dark orange and light orange). They only differ in their
charge states: q0 (black curve) for the ion beam labeled
Primary, q0 − 1 (dark orange) for the ion beam labeled
Capture and q0+1 (light orange) for the ion beam labeled
Ionization. In accordance with Eq. 1 the electric field F
is set so that the primary ion beam travels through the
setup on the designed effective radius Re. The trajectory
radii of the two other beams (capture and ionization) do
not allow these beams to reach the exit of the setup due
to the greater (capture) or smaller (ionization) radius.
From simulations we expect the analyzing power of
the omega analyzer to be high enough to separate broad
(FWHM = mm) beams with an emittance of % =
mmmrad for charge states up to q0 ≈ 30. For nar-
rower (FWHM = .mm) beams with an emittance of
% = mmmrad we expect to be able to separate
charge states up to bare xenon (q0 = 54).
In Fig. 3 the simulated beam emittances of a  qkeV
centered starting Gaussian Ar9+ ion beam with initial pa-
rameters at entering the first einzel lens of .% energy
dispersion and a horizontal and vertical full width at half
maximum of mm and an emittance of  pi mmmrad
are shown. The analyzer is tuned in such a way that
the beam leaves the analyzer again centered with ap-
proximately the same Gaussian distribution. The beam
parameter are measured at the beginning of the Einzel
lens before and at the end of the Einzel lens after the
purification system. A parallel incoming beam leaves the
analyzer divergent in the vertical and convergent in the
horizontal plane while keeping its size and shape. With
different sets of voltages applied on the omega purifica-
tion system, we are able to control the shape and the
horizontal and vertical focusing of the desired beam at
an interaction region located ≈  cm after the omega
structure.
III. IMPLEMENTATION AND TEST
In the following tripartite section we describe a first
experimental setup of the analyzer, its results and com-
pare the outcome with our numerical simulations. In
section III A we describe the experimental setup at the
ARIBE facility at GANIL/Caen and give details about
the beams we used, which characteristics (emittance and
size) are close to the one expected from the FISIC project
and thus fit with the technical limitations of our setup.
In section III B we give details on how one can use the
omega analyzer to conduct energy-charge-scans for ex-
tended information on the beam, especially regarding the
separation power of the device. Finally, we present in
section III C a comparison of the measured electron cap-
ture rates and the rates we expect from known charge
exchange cross sections. Additionally we compare the
measured and simulated energy-charge-scans.
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b)
FIG. 3: a) Vertical and b) horizontal phase spaces of a
simulated ion beam at the entrance of the first einzel lens
(black dots) and the end of the second einzel lens (grey
squares) of the omega analyzer. Simulated is a centered
starting Gaussian Ar9+ ion beam with E0 =  qkeV ,
∆E = .%, FWHM = mm and % = mmmrad.
The analyzer is tuned in such a way that the beam leaves
the analyzer again centered with approximately the same
Gaussian distribution. As a guide to the eye, the %
emittance ellipse is drawn.
A. Beam properties
Tests of the transmission and charge state separa-
tion abilities have been carried out at the ARIBE fa-
cility at GANIL32,33 with three different primary ion
beams: O5+, Ar9+ and Xe20+ at  qkeV resulting in
total energies of  keV ,  keV and  keV with typi-
cal maximum intensities of  µA for O5+ and Ar9+ and
 µA for Xe20+. The ion beams were extracted from a
.GHz ion source and charge-to-mass separated by a
° dipole magnet. The residual gas pressure was about
× −mbar without and × −mbar with active
TABLE I: Applied average voltage differences and mini-
mal/maximal variation between different settings on the
omega electrodes, the Matsuda electrodes and the cen-
tral vertical deflector for which optimal transmission was
achieved are given for the three ion beams used. In case
of the omega electrodes the expected value according to
Eq. 1 and the values given in section III is . kV .
ion ∆Uomega (kV ) Umatsuda (V ) ∆Udeflector (kV )
O5+ .± .  .± .
Ar9+ .± . ±  .± .
Xe20+ .± .  .± .
primary beam.
The schematic setup of the ARIBE facility and the lo-
cation of the omega analyzer at the end of the beamline
are shown in Fig. 4. Magnetic quadrupoles and steerers
allow guiding the ion beam while the intensity and profile
are monitored by Faraday cups (FC) and ×  wires
multi-wire beam profilers (PR) which measure horizon-
tal and vertical beam profiles. Hence, the position, size
and intensity are measured upstream the omega (PR23,
PR41, PR42, FC42) and downstream (PRS2, FCS2).
Typical profiles for an argon ion beam are shown in Fig. 5
upstream (Fig. 5a and Fig. 5b) and downstream (Fig. 5c)
the omega. In fact, by using the einzel lens just after
the omega, it is possible to focus the beam to a narrow
(≤ cm×  cm) spot on the last profiler (PRS2).
Additionally, a series of three adjustable rectangular
slits (spaced  cm apart from each other) located before
the last magnetic dipole (D4) can be used to reduce the
emittance of the beam and in parallel its intensity and
size. This possibility was used only in the case of the
xenon ion beam. In Fig. 6 beam profiles of a xenon beam
are shown. In Fig. 6a the slits are fully open, in Fig. 6b
slits 1 and 3 are closed to mm× mm. After closing
slits 1 and 3, slit 2 is closed only to the point that no
noticeable intensity drop is visible. This procedure gets
rid of the farthest outliers of the beam which contribute
most to a high beam emittance. In consideration of the
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FIG. 4: Schematic overview of the ARIBE beamline
where the experiment took place. The elements are de-
scribed in the embedded legend. Important elements are
labeled accordingly.
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FIG. 5: Typical  keV Ar9+ beam profiles upstream
(a) PR41, FWHMH = .mm, FWHMV = .mm; b)
PR42, FWHMH = mm, FWHMV = .mm) and
downstream the omega (c) PRS2, FWHMH = .mm,
FWHMV = .mm). The voltages on the omega were
set to have % transmission. The slits before D4 were
completely open.
beam size change after closing the slit apertures (Fig. 6)
we estimate a reduction of the emittance of roughly a
factor of ten, while the ion beam intensity drops down to
% of the initial value. This reduction in emittance and
intensity is observed upstream of the omega analyzer, on
the profiler PR42.
It should be noted that a transmission of the omega
analyzer of % within the experimental uncertainty
integrated over all charge states and especially for the
primary charge state is reached in any case. The applied
voltage differences on the omega electrodes as given in
Tab. I deviate less than .% from the expected value,
also the tendency goes toward slightly lower values than
calculated. This deviation may be caused by alignment
errors, construction accuracy, fringe field effects or un-
certainty of the ion beam energy. Furthermore one has
to take into account that in a cylindrical deflector the
a)
b)
FIG. 6: Typical  keV Xe20+ beam profiles upstream
of the omega (PR42), with a) fully open slits (FWHMH =
mm, FWHMV = mm) and b) mm× mm aper-
ture (FWHMH = .mm, FWHMV = mm) which cut
the emittance by roughly a factor of 10.
potential on the central trajectory is not zero for sym-
metric voltage values, effectively slowing down the ions
on entering and therefore requiring a slightly lower field
as predicted by Eq. 1. The applied voltage difference
was quite symmetrically distributed between the inner
and outer electrode. The average difference between the
absolute voltage on the electrodes was .%, the max-
imum difference was .%. For oxygen and xenon a
medium voltage difference of around . kV was applied
on the central vertical deflectors, whereas for argon a
slightly lower value of . kV was used to compensate
and correct the trajectory, which in exchange deviated
more strongly between different scans. The voltage on
the Matsuda electrodes was  V for the oxygen and
xenon beam. For the argon beam the applied voltage
was (± )V .
B. Scans and resolving power
In the following we introduce an energy-scan proce-
dure, which allows us to experimentally determine the
resolving power and identify the presence of unwanted
charge states in the incoming primary beam. First, the
voltages of the purifier are tuned to get optimal trans-
mission of % within the experimental uncertainty.
These values are used as initial values E0 =  keV with
q0 ∈ {5, 9, 20}. Second, the transmitted energy and ac-
6a)
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FIG. 7: Energy scans of a) O5+ and b) Ar9+ primary
beams (solid black line). The dashed line is a fit of the
primary charge state q0, the dot-dashed line of the single
electron capture charge state q0−1. Vertical dotted lines
represent the expected center of each charge state. The
energy scale is derived by Eq. 2.
cordingly the voltages U i are scaled as
Eq =
E0q0
q
(2)
U iq =
U i0q0
q
(3)
Hereby U i0 represents the voltage on either the cylindrical
deflector electrodes, the Matsuda electrodes or the cen-
tral deflector electrodes for which optimal transmission
of a beam with energy E0 and charge state q0 is achieved.
U iq hence corresponds to the voltage, for which a beam
with the same energy E0 but charge state q has optimal
transmission in the analyzer. To achieve scanning, at
least the voltages on the cylindrical deflector electrodes
have to be set following this scheme. We plot the mea-
sured current in the Faraday cup after the analyzer for
every voltage step as a function of the transmission en-
ergy Eq as calculated by Eq. 2. Then we remove a possi-
ble offset by shifting it to center the first peak at  keV
to obtain scans as shown in Fig. 7 to Fig. 9. The dotted
vertical lines mark the expected center for each observed
charge state. For each point in the scans the voltages
on the cylindrical electrodes, the Matsuda electrodes and
the central deflector electrodes are set according to Eq. 3.
The scans result in broad peaks with a plateau-like
maximum, where the intensity stays approximately con-
stant over a certain voltage range. The plateau of the
scan arises partly from the size of the Faraday cup
(FCS2), which with mm diameter is larger than the
focused ion beam, partly from the design of the analyzer,
which was built to have a broad acceptance range. The
primary (q0) and first capture (q0 − 1) peaks are fitted
with the sum of two Gaussian normal distributions each
convoluted with a rectangular function to take into ac-
count the large acceptance.
We calculate the resolution of the analyzer similar as
in mass spectrometry34 as E/∆E, where ∆E is the full
width at half maximum (FWHM) of the measured peak.
By this method we obtain an energy resolution of approx-
imately . for all three ions, which is in accordance with
the resolution we expect from our simulations as shown
in Fig. 9. This means, following the canonical interpre-
tation of the resolution, q0 = 10 would be the highest
initial charge state for which a clear separation could be
achieved. However, separation can still be achieved for
such high charge states with q ≥  due to the fact that
the peaks in the energy scan are not Gaussian but rect-
angular shaped with a sharp cutoff. This can be clearly
seen in the case of the xenon beam (Fig. 8) where the
neighboring charge states overlap in about half of their
width. Since the omega purification system has a broad
acceptance range of voltages for which a beam is trans-
ported through the structure it is possible to transport
two neighboring charge states in parallel. So it becomes
necessary to carefully adjust and reassure the voltages
with the help of the energy scans to avoid charge state
contamination. By carefully adjusting the voltages to-
wards the edge of the scan we are able to use the outer
part of the peak, which even for Xe20+ is background free
while still at almost full intensity. This area is marked
in gray in Fig. 8b. It seems safe to state that the real re-
solving power is at least a factor of two higher by detun-
ing the electrode voltages towards lower energies, even
though due to the unfortunate shape of the scans it is
difficult to derive a consistent analytical number repre-
senting the higher resolution of the device. Nevertheless,
the resolution is high enough to reduce the impurities in
the primary beam after the omega analyzer below the
mentioned required ten orders of magnitude, as can be
deducted from Fig. 7 and Fig. 8.
The importance of reducing the emittance for higher
charge states is demonstrated in comparison between the
energy scans for the xenon beam in Fig. 8, which were
carried out with slits either fully open (Fig. 8a) or closed
down to mm× mm (Fig. 8b). While the different
charge states are initially hard to distinguish, after clos-
ing the slits they become clearly differentiated. By insert-
ing the slits, we estimate the emittance after the slits to
be reduced by roughly a factor of ten while the intensity
dropped to %.
7a)
(a)
b)
(b)
FIG. 8: Energy scans of the Xe20+ beam a) before and b)
after the reduction of the emittance by about a factor of
ten, line scheme as in Fig. 7. The gray rectangle marks
the energy range of the scan for which no overlapping of
the peaks occurs.
C. Capture rates and simulations
We were able to deduce the electron capture probabil-
ity due to collisions with residual gas along the ARIBE
beamline by taking scans such as in Fig. 7 and Fig. 8 and
by comparing the relative heights of the peaks of the dif-
ferent charge states. As expected for such low ion beam
TABLE II: Overview of the measured proportions of pri-
mary charge state and charge states originating from elec-
tron capture in the residual gas at a background pressure
of × −mbar.
Oxygen Argon Xenon
q fraction q fraction q fraction
5 ∼. 9 .× − 20 .× −
4 .× − 8 .× − 19 .× −
7 .× − 18 .× −
6 .× − 17 .× −
16 .× −
TABLE III: Comparison of the measured and expected
ratio of single capture products in the beams. Unit of
the charge exchange cross section (CEC) is − cm2.
ion σCEC rtheo rexp rexp/rtheo
O5+ . .× − .× − .
Ar9+ . .× − .× − .
Xe20+ . .× − .× − .
energies and residual gas densities, no further ionization
is visible within the experimental sensitivity. The results
are presented in Tab. II. All product ions have a portion
of the primary beam of at most .‰, with Xe19+ being
the only exception with a portion of about %.
To validate the results, we compare them with the ex-
pected ratios for single capture utilizing literature values
for the charge exchange cross section (CEC)35,36. Since
the residual gas composition is not known, we use a sim-
plified model composed of % H2, which should ac-
count for more than % of the residual gas37 composi-
tion. By this choice the capture rate will be underesti-
mated, as we ignore the presence of heavier gas species
from whom electron capture has higher cross sections.
We calculate the ratio r as
r = 1− e−σρl (4)
ρ =
pNA
RT
(5)
with the CEC σ, the length of the interaction volume
l = .m, the vacuum pressure p = × −mbar, the
Avogadro constant NA, the gas constant R and the tem-
perature T = K. The obtained results are given in
Tab. III.
For oxygen and argon the calculated electron capture
rates are within a factor of two of the experimental find-
ings, a good agreement for such a rough estimation. The
cross section for Xe20+ is unknown so that we had to
extrapolate it from known cross sections of lower charge
states up to q = . By this method we estimate a ratio
about an order of magnitude lower than measured. This
factor of ten is unlikely to be caused by the uncertain-
ties of our estimation, especially since for oxygen and
argon we overestimate the ratio, not underestimate it.
Most likely the second dipole magnet D4 had an insuf-
ficient separation power to filter out the capture ions of
the higher charge states before the omega analyzer. By
failing so the actual capture distance would be approxi-
mately three times larger, shifting the result into the er-
ror range of our estimation. Another effect which could
have amplified this finding could be an increased charge
exchange at the slit surfaces before D4, even though one
would expect mainly multiple capture in this case. Still
we can not satisfactorily explain the huge capture prob-
ability for the xenon beam.
In Fig. 9 a comparison of the measured scan and a
simulated one is shown. Simulated is a  qkeV centered
starting Gaussian Ar9+ ion beam with .% energy un-
certainty. A transversal emittance of  pi mmmrad and
a horizontal and vertical full width at half maximum of
mm is chosen, as it reproduced the measured data best.
8The absolute height of the primary peak as well as the
relative heights of the product peaks are scaled according
to the values from Tab. II. Comparison between simula-
tions and measurements, by means of shape and relative
peak position, show good agreement. The plateau-like
maximum of the scan is narrower with broader edges in
the simulation, which results in a higher resolution of
about 12, while the peaks are actually broader at their
base. The comparison between experiment and simu-
lation shows that the commonly used definition for the
resolution has to be treated with care in our case, since as
already mentioned the shape of the scans is not Gaussian-
like as presumed for this definition of the resolution.
IV. CONCLUSION
A simple and compact electrostatic charge state purifi-
cation system was simulated, built and tested. Its large
acceptance allows % transmission of the primary
charge state within the experimental uncertainty for high
emittance (≤  pi mmmrad) low energy (≤  q keV )
ion beams. By utilizing two additional einzel lenses and
Matsuda electrodes, we are able to deliver a narrow beam
at different focal points. By altering the voltages on
the deflector electrodes, an energy scan of the incom-
ing mono-energetic beam can be carried out, effectively
resulting in a scan of the charge state. Experiments were
performed with different primary charge states at the
ARIBE facility at GANIL. The resolution of the purifier
was measured to be .. Due to the non-Gaussian peak
shape in the energy scans separation is possible for higher
charge states than predicted by the measured resolution.
The measured results are in good qualitative agreement
with our expectations according to numerical beam tra-
jectory calculations. The achieved performance fully sat-
isfies the requirements17 of the FISIC experiments for ion
beams up to Ar18+.
FIG. 9: Comparison of a measured (solid) and a simu-
lated (dashed) energy scan of an Ar9+ ion beam. Vertical
dotted lines represent the expected center of each charge
state. An energy uncertainty of .%, an emittance of
 pi mmmrad and a Gaussian shape with mm FWHM
were simulated to best reproduce the experimental scan.
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